Improved visibility of black surgical needles in laparoscopic surgery.
Black needles were compared to silver needles for quantity of reflected light and ease of laparoscopic visualization. The black needles reflected less light and were thus more easily visualized during laparoscopic surgical procedures. The silver needles resembled a mirror in that they reflected incident light from both the light source and light from the surrounding tissue.